@ POLIMASTER”

CALIBRATION
CERTIFICATE

Manufactured and calibrated by:  Polimaster Ltd.
Location of Calibration: 51 F.Skoriny St., Minsk, 220141, Belarus
Calibration Date: 20.03.2020

Item: Electronic Dosimeter PM1211-01
Serial Number: 192065

Environmental conditions

Temperature: 19.3-19,8°C
Relative Humidity: 54,4-551%
Atmospheric Pressure: 99,5 - 99,6 kPa

Background, 0,8 800,0
uSv/h uSv/h uSv/h
Tolerance, % - +10,63 +10,04
0,08 0,89 785,49

- 1:3 -1,82

- 4,61 4,83

DER

The instrument is within the specified tolerance and passed the quality control.
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